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FOREWORD 

,  This  is  an  interim  report  which  covers  the  examination  and 

evaluation  of  the  AN/TRM-7(XA-1)  field- strength  meter. 

This  work  was  sponsored  by  Rome  Air  Development  Center, 

•  Air  Force  Systems  Command,  United  States  Air  Force, 

Griffiss  Air  Force  Base,  New  York.  The  management  and 
technical  supervision  of  this  program  was  under  the  cogni¬ 
zance  of  Mr.  L.  F.  Moses  of  RADC. 

The  author  wishes  to  express  his  appreciation  to  George  Blake 
for  his  assistance  in  making  measurements  and  to  C.  C. 
Watterson  and  H.  V.  Cottony  for  suggestions  contributed. 
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PERFORMANCE  MEASUREMENTS  ON  THE  AN/TRM7(XA-1), 
SERIAL  NUMBER  1,  FIELD- STRENGTH  METER 


Abstract 

The  Radio  Field  Intensity  Meter  AN/TRM7(XA-1)  has 
been  technically  evaluated  and  compared  with  the  T-A/NF105. 
The  frequency  range  of  the  tests  was  140  kc  to  25  Mc/s. 

Performance  measurements  were  conducted  with  the 
AN/TRM7(XA-1)  to  determine  the  accuracy  of  the  indicator 
circuitry  and  its  ability  to  furnish  realistic  data  on  radiated 
radio  frequency  fields.  These  tests  show  the  accuracy  to  be 
±  5%  for  CW  and  sine  wave  signals  within  a  closed  circuit. 

The  AN/TRM7(XA-1)  contains  two  calibration  sources,  namely 
the  impulse  generator  and  the  continuously  tunable  sine  wave 
generator.  These  methods  of  calibration  are  adequate  for 
average  use.  Operational  limits  are  determined  by  the  fre¬ 
quency  and  repetition  rate  of  the  signal  to  be  measured.  This 
can  be  a  source  of  error  perhaps.  It  is  suggested  that  cali¬ 
bration  charts  be  utilized  to  evaluate  such  sources  of  errors. 

Variation  in  receiver  gain  with  changes  in  line  voltage, 
long  and  short  term,  was  found  to  be  less  than  1%.  Antenna 
transfer  characteristics  were  found  to  be  within  0.  3db  at  5Mc/s 
and  within  0.  5db  from  5  to  24  Mc/s. 

Comparison  of  the  AN/TRM7(XA-1)  and  the  T-A/NF105 
indicated  that  differences  in  the  measurement  of  field  strength 
were  generally  less  than  1%. 

The  AN/TRM7(XA-1)  performance  measurements  met 
all  of  the  requirements  specified  in  MIL-I-6181D. 
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PERFORMANCE  MEASUREMENTS  ON  THE  AN/TRM7(XA- 1 ) 
SERIAL  NUMBER  1 ,  FIELD-STRENGTH  METER 


1.  INTRODUCTION 

This  report  describes  the  performance  measurements  of  the  AN/ 
TRM7(XA-1)  Serial  No.  1. 

The  AN/TRM7(XA-I)  is  a  highly  sensitive  superhetrodyne  receiver 
covering  the  frequency  range  of  150  kc  to  25  Mc/s.  Measurement  of  rf 
interference,  noise,  and  field  intensity  of  signals  is  made  possible  by 
precalibration.  The  AN/TRM7(XA-1)  is  basically  a  selective  two-terminal 
voltmeter,  with  a  signal  sensitivity  of  1  microvolt  to  10  volts.  Three 
types  of  measurements  are  available  by  means  of  a  selector  control: 
slideback  peak,  quasi-peak,  and  field  strength. 

The  frequency  selector  circuits  are  the  conventional  superhetero¬ 
dyne  radio  receiver  type  and  need  little  explanation  as  to  theory  and 
operation.  However  the  choice  of  time  constants  and  impulse  bandwidth 
of  the  receiver  affect  the  accuracy  of  the  detector  and  the  indicator 
circuitry. 

The  average  pulse  width  of  the  impulse  response  is  the  inverse 
of  the  IF  impulse  bandwidth.  If,  for  example,  the  impulse  bandwidth  of 
the  IF  is  10  kc  the  average  maximum  pulse  width  is  100  microseconds. 
This  means  that  the  direct  reading  peak  VTVM  charge  time  for  a  field 
intensity  meter  having  a  10  kc  impulse  bandwidth  has  to  be  less  than 
100  microseconds.  It  follows  then  that  the  VTVM  will,  within  the  limits 
of  its  low-frequency  response,  respond  to  the  peak  of  the  noise  generated 
in  the  receiver  front  end.  The  capabilities  of  the  slideback  peak  VTVM 
will  mostly  be  determined  by  the  audio  amplifier.  The  audio  amplifier, 
which  serves  the  function  of  slideback  detector  cutoff-point  indicator, 
must  have  enough  gain  and  output  stage  drive  to  produce  an  audible 
output  level  when  measuring  low-duty-cycle  pulsed  interference.  The 
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minimum  pulse  width  which  will  appear  at  the  input  to  the  audio  ampli¬ 
fier  is,  as  previously  indicated,  equal  to  the  reciprocal  of  the  receiver's 
impulse  bandwidth. 

This  report  covers  only  one  part  of  the  large  field  strength  mea¬ 
surement  program  and  is  intended  only  as  a  report  on  the  laboratory 
measurements  of  the  AN/TRM7{XA-1 )  as  a  tuned  voltmeter.  The  calibra¬ 
tion  (including  the  antenna)  was  performed  by  the  calibration  center  at 
NBS  Boulder  Laboratories. 

Reference  is  made  here  to  similar  tests  performed  by  the  Univer¬ 
sity  of  Pennsylvania,  Moore  School  of  Electrical  Engineering  and  des¬ 
cribed  in  their  report  entitled  "Investigation  of  the  Measurement  of 
Noise". 

2.  DESCRIPTION  OF  EQUIPMENT 
The  AN/TRM7(XA-1)  is  a  superheterodyne  receiver  which  can  be 
used  to  measure  rf  voltages  in  six  bands  of  the  radio  spectrum  from  . 

150  kc  to  25.0  Mc/s  at  sensitivities  ranging  from  10  microvolts  to  10  volts. 
The  major  components  consist  of  a  radio  interference  field  intensity 
meter  (or  monitor),  a  quasi-peak  value  indicator,  power  supply,  antenna 
tripod,  antenna  with  coupler,  and  an  antenna  coupler  to  be  used  with  a 
radio  frequency  line  probe  and  the  necessary  cable  assemblies  for 
making  the  connections  between  units.  See  Figures  1  and  2. 

2.  1  Description  of  Major  Components 
The  monitor  unit  is  the  control  and  metering  unit  of  the  Interference 
Meter.  The  front  panel  serves  as  a  mounting  for  the  meters,  operating 
controls,  indicating  devices,  audio  and  video  output  jacks,  cable  recep¬ 
tacles  and  handles.  The  monitor  unit  contains  the  following  sub -assemblies 


a. 

IF  amplifier 

e. 

Indicator 

b. 

RF  amplifier 

f. 

RF  attenuator 

c. 

CW  calibrator 

g- 

Two  IF  attenuators 

d. 

Impulse  calibrator 

h. 

Audio  amplifier 

These  assemblies  can  be  removed  for  servicing. 
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The  power  supply  is  a  separate  unit  and  provides  electronically 
regulated  dc  voltages  of  +150,  -150,  -450,  and  +6.3  volts  to  the  equip¬ 
ment.  An  ac  voltage  of  6.  3  volts  is  also  provided.  This  power  supply 
is  designed  to  operate  from  a  115  or  230  volt,  60  cycle  source.  Regu¬ 
lation  for  line  voltage  variation  from  100  to  130  volts  and  200  to  260 
volts  is  provided.  The  source  voltage  is  selected  by  means  of  a  front  panel 
panel  line -voltage  switch. 

The  quasi-peak  value  indicator  is  used  in  conjunction  with  the 
monitor  unit  when  a  quasi-peak  measurement  is  required.  A  four-foot 
interconnecting  cable  connects  the  indicator  to  the  monitor  unit. 

The  antenna  is  a  three -section,  telescoping  rod  which  extends  to 
41  inches.  This  antenna  covers  the  entire  frequency  range  of  the  monitor 
and  may  be  used  vertically  or  horizontally  as  a  linear  pick-up  device. 

The  antenna  coupler  is  provided  as  an  antenna  matching  network 
for  the  omnidirectional  antenna  and  line  probe.  The  antenna  band  switch 
positions  correspond  to  the  six  bands  on  the  monitor. 

The  rf  line  probe  is  used  to  investigate  the  conduction  of  rf  inter¬ 
ference  in  power  lines.  This  probe  consists  of  a  series  capacitor  which 
provides  protection  against  the  shock  hazard  of  high  voltages  (up  to  1000 
volts)  and  is  connected  to  the  antenna  coupler  when  in  use. 

3.  PERFORMANCE  TESTS 

It  became  apparent  during  the  work  on  this  project  that  some 
basic  test  method  would  be  useful  to  determine  the  relative  performance 
of  different  field  strength  meters.  Therefore  a  set  of  acceptance  tests 
have  been  developed  for  this  purpose.  An  effort  has  been  made  to  de¬ 
scribe  tests  which  effect  realistic  field  strength  measurements  and  to 
supplement  the  conclusions  of  this  report  with  calibration  charts  and 


curves. 
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The  results  of  these  measurements  are: 


3.  1  Noise  Figure 

Internal  noise  is  defined  as  the  signal  produced  at  the  output  of  the 
equipment  with  no  signal  being  fed  at  the  input  and  with  the  gain  adjusted 
to  normal. 

Because- the  AN/TRM7(XA-1)  is  a  heterodyne  type  of  receiver,  it  is 
expected  to  have,  in  general,  more  than  one  output  for  each  input  fre¬ 
quency.  In  such  cases  there  are  spot  noise  figures  for  image  response. 
(See  test  N03-9  of  this  report. ) 

3.  2  Frequency  Scale  Tracking  Error 

As  originally  received,  the  monitor  or  field  intensity  meter  was 
checked  for  frequency  calibration.  Comparisons  were  made  at  several 
points  distributed  throughout  the  frequency  range  and  the  differences  were 
recorded.  The  first  trial  indicated  that  rf  and I.F. alignment  was  re¬ 
quired;  the  errors  were  as  much  as  20%.  After  alignment  the  field 
intensity  meter  was  checked  again  for  frequency  calibration  by  tuning 
a  signal  of  a  calibrated  signal  generator  for  a  response  at  a  given  receiver 
frequency  and  was  measured  using  a  transfer  oscillator  and  frequency 
counter  at  the  frequencies  tested.  The  calibration  error  did  not  exceed 
0.2%.  The  frequency  calibration  is  presented  in  Figure  3  as  percentage 


error. 
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3.  3  Attenuator  Calibration 


This  calibration  was  performed  with  the  function  selector  in  the 

"field  intens"  position,  the  antenna-50  ohm  selector  in  the  "50  ohm" 

position,  and  the  receiver  gain  standardized  in  accordance  with  the 

instruction  manual.  The  corrected  attenuator  settings  are  referenced 

to  the  "40"  db  attenuator  as  correct.  This  calibration  is  believed  to  be 
accurate  within  0.  ldb  +  0.  3%  of  the  attenuation  in  db.  Refer  to  test 
report  50351  prepared  by  Division  92. 


Attenuator  Setting 
decibels 

Corrected  Attenuator  Setting 
decibels 

0.  15  Me 

24.  0  Me 

0 

-0.  3 

0.  5 

20 

19.  7 

20.  5 

40 

40.  0 

40.  0 

60 

60.  1 

60.  1 

80 

80.  1 

80.  1 

100 

100.  1 

100.  1 

The  insertion  loss  of  the  external  20  db  attenuator  pad,  No.  CN-584 

AN/TRM7(XA-1)  was  measured  when  terminated  in  the  50  ohm  input  of  the 

AN/TRM7(XA-1)  receiver. 

Frequency  Insertion  Loss 

Me  decibels 

0.15  19.9 

10. JO  19.9 

24.0  19.9 


It  was  observed  that  the  attenuator  pad  in  the  40  db  steps  was  quite 
frequency  sensitive;  therefore  this  pad  was  calibrated  at  several  additional 
frequencies  to  ascertain  its  characteristics.  This  change  appears  to  be 
caused  by  impedance  changes  in  the  rf  section  of  the  receiver.  The  data 
listed  be'low  are  the  measured  attenuation  values  in  the  "40"  db  step,  and 
not  the  corrected  attenuator  settings. 


-6- 


Band 

Frequency 

Mc/s 

Measured  Attenuation 
from  the  "20"  to  "40"  db  i 
decibels 

1 

0.  15 

20.  3 

0.  20 

19.9 

0.  25 

19.  6 

0.  30 

19.  8 

0.  35 

20.0 

2 

0.  35 

19.  8 

0.  55 

19.  8 

0.83 

20.  2 

3 

0.83 

21. 3 

1.00 

20.9 

1.40 

20.  8 

1.95 

20.8 

3.  4  Two  Terminal  rf  Voltmeter  Calibration 
This  calibration  was  performed  by  applying  100  microvolts  to  the 
signal  input  receptacle  with  the  signal  attenuator  in  the  "20"  db  position, 
the  function  selector  in  the  "field  intens"  position,  the  antenna-50  ohm 
selector  in  the  "50"  ohm  position,  and  the  receiver  gain  standardized 
in  accordance  with  the  instruction  manual.  In  some  cases  it  was  neces¬ 
sary  to  place  the  signal  attenuator  in  the  "40"  db  position  when  reading 
the  panel  meter  in  order  to  have  an  on- scale  reading.  The  impulse 
calibrator  settings  are  equivalent  to  an  input  of  100  microvolts.  The 
input  voltage  was  accurate  within  3  percent. 


Refer  to  test  report  50351  prepared  by  Division  92. 
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Band 

Frequency 

Me 

Signal 

Attenuator 

Position 

db 

Meter 

Reading 

db 

Impulse 

Calibrator 

Settings 

db 

1 

0.  15 

20 

20.  2 

79.  2 

0.20 

20 

19.  6 

78.  5 

0.  25 

20 

19.4 

78.4 

0.  30 

20 

19.6 

78.  2 

0.  35 

20 

19.7 

78.  8 

2 

0.  35 

20 

19.4 

78.  6 

0.45 

20 

19.5 

78.  8 

0.  55 

20 

19.4 

78.7 

0.  65 

20 

19.6 

79.  0 

0.75 

20 

19.  8 

79.4 

0.  83 

20 

20.  0 

79.  2 

3 

0.90 

40 

-0.4 

82.  6 

1. 00 

40 

-0.  2 

82.4 

1. 20 

40 

-0.  1 

82.  3 

1.40 

40 

0.  0 

82.4 

1. 60 

40 

-0.  1 

82.  3 

1.95 

40 

-0.  1 

82.4 

4 

1.95 

40 

0.4 

82.  1 

2.  50 

20 

20.0 

79.4 

3.  00 

40 

0.0 

82.  6 

3.  50 

40 

-0.  2 

83.  0 

4.  00 

40 

-0.5 

82.  8 

4.  60 

40 

-0.  6 

83.  0 

5 

4.  6 

40 

-0.  2 

82.  6 

5.  8 

20 

20.0 

79.  2 

7.  0 

20 

20.  2 

79.  2 

8.  2 

20 

20.3 

79.  6 

9.5 

20 

20.  2 

80.  0 

10.  8 

20 

20.2 

80.  0 

6 

10.  8 

20 

18.5 

78.9 

13.  0 

20 

18.6 

79.  0 

16.0 

20 

18.4 

78.  8 

19.0 

20 

18.  6 

79.4 

22.  0 

20 

19.2 

79.7 

23.  5 

20 

19.8 

80.  6 

24.  0 

20 

19.  0 

80.0 
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3.  5  Meter  Scale  Tracking  Calibration 

The  meter  scale  tracking  test  evaluates  the  ability  of  the  instru¬ 
ment  to  correctly  indicate  amplitudes  below  full  scale.  It  was  assumed 
that  the  AN/TRM7{XA-1)  was  calibrated  at  full  scale. 

In  this  case,  meter  scale  tracking  was  determined  by  comparing 
the  calibrated  output  attenuator  of  the  signal  generator  with  the  indicated 
voltage  of  the  AN/TRM7(XA-1 ). 

The  accuracy  of  the  indicator  circuitry  was  tested  at  the  center 
frequency  of  each  band.  The  results  of  this  test  are  shown  below.  It 
will  be  noted  that  the  greatest  error  is  3%  • 


rf 

(Mc/s) 
0.  25 
Band  I 


0.  60 
Band  II 


1.5 

Band  III 


Sig.  Gen. 

AitXl _ 

100 

90 

80 

70 

60 

50 

40 

30 

20 

100 

90 

80 

70 

60 

50 

40 

30 

20 

100 

90 

90 

70 

60 

50 

40 

30 

20 


TRM-7 

Meter 

fov) 

100 

90 

80 

71 

59 

48 

39.5 
29.3 

20.5 


100 

89 

79 

70 

58. 

5 

48. 

5 

39. 

8 

29. 

5 

20. 

5 

100 

90 

81 

72 

60 

50 

40 

29.8 

20.5 


rf 

(Mc/g) 

3.2 

Band  IV 


7.5 

Band  V 


18 

Band  VI 


Sig.  Gen 

_JhXl _ 

100 

90 

80 

70 

60 

50 

40 

30. 

20 

100 

90 

80 

70 

60 

50 

40 

30 

20 

100 

90 

80 

70 

60 

50 

40 

30 

20 


TRM-7 

Meter 

100 

89 

79 
70 
59 

49 

40 

29.5 

20.  6 

100 

90 

80 
72 
61 

50 

41 

30.5 
21 

100 

89 

80 

70 

59 

49.5 
40 
30 

20.7 
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3.  6  Gain  Stability  with  Changes  in  Power  Line  Voltage 
With  a  1000  microvolt  indication  on  the  output  meter,  power  line 
voltages  were  varied  from  105  to  125  volts  (from  a  variac)  to  test  the 
operation  of  the  voltage  regulator.  No  appreciable  variation  in  the  read¬ 
ings  was  observed. 


Line 

Voltage 

Output 

Meter 

Indication  uv 

105 

995 

107 

995 

109 

997 

111 

998 

113 

999 

115 

1000 

117 

1000 

118 

1000 

119 

1000 

121 

1000 

123 

1000 

125 

1000 

3.  7  Bandwidth  Measurements 

Bandwidth  is  commonly  defined  as  the  range  over  which  the  re¬ 
sponse  does  not  fall  below  the  response  at  the  center  frequency  by  more 
than  some  specified  value.  In  this  case,  6  db  was  chosen.  Tests  were 
made  at  250  kc  and  10  Mc/s,  where  IF  frequencies  of  455  kc  and 
1600  kc  respectively  are  used  in  the  AN/TRM7(XA-1)  receiver. 

With  the  AN/TRM7(XA-1 )  tuned  to  250  kc  the  gain  control  was 
set  for  full  scale  deflection  with  a  1000  microvolt  input.  With  the  function 
switch  in  the  peak  position  and  the  gain  standardized,  the  signal  generator 
was  set  at  a  succession  of  frequencies.  The  resulting  output  was  then 
plotted  in  db  versus  frequency  and  the  resulting  curves  are  illustrated 
in  Figures  4  and  5  . 
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3.  8  Image  and  IF  Rejection 

The  ratios  here  determined  give  the  relative  gain  of  the  receiver 
to  an  input  signal  at  its  tuned  frequency  and  an  input  signal  image  of 
the  IF  frequency  in  db. 

The  AN/TRM7(XA-1)  was  tuned  to  a  driving  signal  generator  fre¬ 
quency  with  the  gain  control  adjusted  for  full  scale  deflection.  Then, 
without  changing  the  receiver  frequency  or  changing  the  gain  control, 
a  signal  was  introduced  equal  to  the  tuned  frequency,  plus  or  minus  the 
IF  frequency.  These  readings  were  observed  and  recorded.  The  results 
obtained  are  illustrated  in  Figure  6. 

3.  9  Local  Oscillator  Radiation 

The  local  oscillator  radiation  was  determined  by  measuring  the 
strength  of  the  local  oscillator  signal  which  appeared  at  the  input  jack 
of  the  equipment  under  test. 

The  TA/NF  105  field- strength  meter  was  used  to  determine  the 
amplitude  of  this  radiation.  In  most  cases  the  amplitude  was  too  small 
to  detect;  however,  the  results  obtained  at  image  frequencies  are  given 
below. 


IF 

RF 

Oscil. 

L.O. 

Freq. 

Freq. 

Band 

Freq. 

Radiation 

<Mc) 

(Me) 

(l*v) 

0.455 

0.  15 

I 

0.  605 

1.8 

0.  30 

I 

0.755 

1.6 

0.  36 

I 

0.815 

1.6 

0.  80 

III 

1. 255 

6.  0 

1.00 

III 

1.455 

5.2 

2.00 

III 

2.455 

3.0 

1.600 

0.40 

II 

2.  00 

9.0 

0.  60 

II 

2.20 

7.  6 

0.80 

II 

2.40 

7.  1 

2.80 

IV 

4.40 

24.0 

3.80 

IV 

5.40 

1.0 

4.80 

IV 

6.40 

4.6 

6.  00 

V 

7.  60 

7.  2 

8.00 

V 

9.60 

9.6 

10.  00 

V 

11.60 

7.4 

12.00 

VI 

13.60 

45.0 

18.00 

VI 

19.60 

44.0 

26.00 

VI 

27.60 

32.  0 

3.  10  Shielding  Effectiveness 

The  AN/TRM-7(XA- 1 )  was  set  up  to  receive  signals  from  the 
broadband  antenna  AT887.  This  loop  type  antenna  is  capable  of  receiving 
signals  over  the  entire  frequency  range  of  the  receiver.  After  tuning 
the  AN/TRM7(XA-1)  field-intensity  meter  to  the  signal  generator  fre¬ 
quency,  the  amplitude  was  adjusted  for  full  scale  deflection  with  0.  1 
millivolt  antenna  input.  The  receiver  was  then  disconnected  from  the 
antenna  and  capped.  The  loss  in  intensity  was  observed  and  found  to  be 
greater  than  50  db.  With  the  AN/TRM-7(XA- 1 )  in  its  most  sensitive 
position,  the  antenna  of  the  signal  generator  was  placed  within  two  feet 
of  the  receiver  and  oriented  directly  toward  the  receiver  case  to  deter¬ 
mine  leakage  of  the  receiver.  No  indication  was  observed  over  the  entire 
frequency  range  of  the  receiver  which  is  well  within  the  requirements  of 
Mil-I-6186D. 

3.  11  Antenna  Calibration 

Loop  antenna  AT-887(XA-1)  was  calibrated  in  accordance  with 
the  standard-field  method.  This  is  accomplished  by  placing  the  antenna 
in  a  known  field  and  recording  magnitude  of  the  field  measured  by  the 
AN/TRM-7(XA-1);  the  antenna  coefficient  is  then  determined  by  the 
ratio  of  the  known  field  to  the  field  measured  by  the  AN/TRM-7(XA- 1 ). 
The  known  field  is  generated  by  a  single  turn,  unshielded,  balanced 
transmitting  loop,  and  the  magnitude  of  the  field  is  computed  from  the 
dimensions  of  the  transmitting  and  receiving  antenna,  the  spacing  be¬ 
tween  the  bops  and  the  transmitting  loop  current  [Jean,  Taggart,  and 
Wait  1961].  The  known  field  is  calculated  in  terms  of  the  quasi- static 
magnetic  field,  H,  and  the  magnitude  of  the  equivalent  electric  com¬ 
ponent,  E,  that  would  exist  in  a  free- space  radiation  field  as  determined 
by  the  relationship  E  =  ZH,  where  Z  is  the  impedance  of  free  space. 
Refer  to  test  report  50351  prepared  by  Division  92. 
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The  calibration  was  performed  with  the  function  selector  in  the 
"Field  Intens"  position,  the  antenna-50  ohm  selector  in  the  "Ant"  position 
and  the  receiver  gain  standardized  in  accordance  with  the  instruction 
manual.  The  loop  antenna  was  connected  to  the  receiver  by  the  20-foot 
cable,  CG-409  E  (XA-1)/U.  This  calibration  is  believed  accurate  within 
0.  3  db  to  5  Mc/s  and  within  0.  5  db  from  5  to  24  Mc/s. 
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Frequency 

Antenna 

Coefficient 

Band 

Mc/b 

decibels 

1 

0.  15 

30.  5 

0.  20 

28.  5 

0.25 

30.  2 

0.  30 

31.4 

0.  35 

32.  5 

2 

0.  35 

27.  9 

0.45 

28.  2 

0.55 

29.  2 

0.  65 

29.  8 

0.75 

28.  6 

0.83 

26.  8 

3 

0.83 

28.  6 

0.90 

26.  0 

1. 00 

23.4 

1.20 

23.  2 

1.40 

25.  0 

1. 60 

26.  2 

1.95 

27.4 

4 

1.95 

18.  4 

2.  50 

16.  7 

3.  00 

17.4 

3.  50 

18.4 

4.  00 

19.  2 

4.  60 

19.  6 

5 

4.  6 

14.  6 

5.8 

10.  0 

7.8 

10.  3 

8.  2 

12.  0 

9.5 

12.  8 

10.8 

14.  3 

6 

10.8 

15.  7 

13.  0 

15.4 

16.  0 

13.  6 

19.  0 

14.  3 

22.  0 

13.5 

23.5 

13.5 

24.0 

13.4 
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3.  12  Input  Impedance 

The  input  impedance  of  the  receiver  was  measured  by  connecting 
the  signal  input  receptacle  to  the  bridge  by  means  of  the  20  foot  cable, 
CG-409  E(XA-1)U,  with  the  gain  of  the  receiver  standardized  in  accor¬ 
dance  with  the  instruction  manual,  the  function  selector  in  the  "Field 
Intens"  position,  and  the  antenna-50  ohm  selector  in  the  "50"  ohm  position. 


Attenuator 

Frequency 

Input 

Position 

Impedance 

Me 

microvolts 

decibels 

ohms 

1.0 

10 

0 

6.  0± jO 

1,000 

20 

41. 0±j0 

1,000 

40 

51 . 6± jO 

10,000 

60 

51 . 5± jO 

30, 000 

80 

51 . 4± jO 

30,  000 

100 

51 . 5± jO 

3.13  Pulse  Response 

The  quasi-peak  detector  develops  an  output  amplitude  which 
depends  upon  the  pulse  width  and  the  pulse  repetition  frequency.  The 
width  of  the  pulses  applied  to  the  detector  is  determined  by  the  pre¬ 
selector  circuits  and  their  pass  band  characteristics.  Pulse  width  less 
than  the  reciprocal  of  the  bandwidth  (10  kc  or  100  microseconds)  was 
used.  In  this  case,  1  microsecond  pulses  were  introduced  at  the  input 
of  the  AN/T  RM-7(XA- 1)  and  amplitude  measurements  and  comparison 
of  quasi-peak  readings  to  peak  readings  were  made  while  the  repetition 
rate  was  varied. 

Pulse  response  with  changes  in  repetition  rate  is  illustrated  in 
Figures  7,  8,  9.  10,  11,  and  12.  Pulse  response  with  changes  in  pulse 
width  is  illustrated  in  Figures  13  and  14. Differences  are  attributed  to 
impulse  bandwidth  of  the  receiver. 

3.14  Pulse  Linearity 

The  purpose  of  this  test  was  to  determine  the  amplitude  of  non¬ 
linearity  for  applied  pulses.  The  pulse  width  here  was  1  microsecond 
(as  in  the  previous  test)  and  several  repetition  frequencies  were  employed. 
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The'rf  gain  was  set  so  that  an  input  pulse  of  100  microvolts  peak  gave  a 
quasi-peak  indication  as  compared  to  peak  readings  for  the  same  pulse. 

The  input  signal  was  then  increased  to  500  microvolts  and  the  gain  re¬ 
duced  to  produce  the  same  level  signal  as  before.  In  effect  the  latter 
situation  is  an  artificial  one  deliberately  arranged  so  that  a  test  of  over¬ 
all  linearity  could  be  made.  The  linearity,  with  five  times  the  previous 
signal  level  through  the  rf  stages,  is  illustrated  in  Figure  15. 

3.  15  Sine  Wave  Generator 
(Amplitude  and  constancy  over  the  frequency  range) 

The  purpose  of  this  test  was  to  determine  the  maximum  power 
available  from  the  calibration  sine  wave  generator. 

With  the  indicator  standardized  to  full  scale  or  10  microvolts, 
with  the  attenuators  in  the  0  db  position,  and  with  the  function  switch  in 
the  CW  position  and  the  attenuator  in  the  20  db  position,  and  with  the 
power  set  trimmer  adjusted  to  maximum  deflection,  indications  were 
that  the  power  set  was  resonate  and  synchronous  with  the  selector  cir¬ 
cuits.  The  power  set  control  was  then  advanced  to  read  full  scale  (or 
to  the  calibrate  position).  A  total  of  100  microvolts  was  needed  for  cal¬ 
ibration.  The  results  of  this  test  are  shown  in  graph  form  in  Figure  1  6. 

3.  16  Overall  Linearity  Calibration 

The  overall  linearity  was  measured  from  the  signal  input  recep¬ 
tacle  to  the  panel  output  meter,  referred  to  a  meter  reading  of  20  decibels. 
The  measurements  were  performed  with  the  function  selector  in  the  "Field 
Intone"  position,  the  antenna-50  ohm  selector  in  the  "50  ohm"  position, 
and  the  receiver  gain  standardized  in  accordance  with  the  instruction 
manual.  The  overall  linearity  was  measured  with  the  signal  attenuator 
in  both  the  "20"  and  "80"  db  positions;  these  attenuator  positions  are 
indicated  in  the  calibration  data.  This  calibration  is  believed  accurate 
within  0. 1  db  -I-  0.  3%  of  the  attenuation  in  db.  Refer  to  test  report  50351 
prepared  by  Division  92. 
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Meter  Reading  Corrected  Meter  Readings 

decibels  decibels 


Band  1, 

0.  25  Me 

Band  2, 

0.  55  Me 

Band  3, 

1.4  Me 

20  db 

80  db 

20  db 

80  db 

20  db 

80  db 

0 

-0.  5 

-0.4 

-0.4 

-0.4 

-0.5 

-0.4 

5 

5.  0 

5.0 

5.  1 

5.0 

5.0 

5.0 

10 

10.2 

10.  2 

10.  3 

10.  2 

10.2 

10.  2 

15 

15.2 

15.  2 

15.2 

15.  2 

15.2 

15.2 

20 

20.  0 

20.  0 

20.  0 

20.0 

20.0 

20.0 

Band  4, 

3.5  Me 

Band  5, 

7.0  Me 

Band  6, 

19.  0  Me 

20  db 

80  db 

20  db 

80  db 

20  db 

80  db 

0 

-0.4 

-0.4 

-0.3 

-0,4 

-0.3 

-0.3 

5 

5.  1 

5.0 

5.0 

5.0 

5.0 

5.0 

10 

10.2 

10.  2 

10.2 

10.2 

10.2 

10.  2 

15 

15.2 

15.  2 

15.2 

15.2 

15.2 

15.2 

20 

20.0 

20.  0 

20.0 

20.0 

20.0 

20.0 

3.  17  Gain  Stability 

The  test  of  gain  stability  for  long  periods  was  performed  by  stand¬ 
ardizing  the  receiver  gain  to  read  100  microvolts  full  scale.  With  the 
gain  of  the  TRM7  fixed,  the  signal  generator  was  reduced  to  60  micro¬ 
volts.  After  a  warm-up  period  of  one  hour  readings  were  tabulated. 
The  highest  and  lowest  readings  are  indicative  of  the  variability  to  be 
expected  over  long  periods. 


Band 

RF 

Freq. 

(Me) 

Meter 

1  st 

half  hr. 

Meter 

2nd 

half  hr. 

Meter 

3rd 

half  hr. 

Meter 

4th 

half  hr. 

Max. 

Change 

(l*v) 

I 

0.25 

60(xv 

52(xv 

43.  5 (xv 

42|iv 

-18 

11 

0.  60 

60(av 

57.  5(xv 

53(xv 

47  |xv 

-13 

HI 

1.  30 

60(xv 

58|av 

57(av 

57  (xv 

-3 

IV 

3.30 

60(xv 

58(av 

57  (xv 

57  (xv 

-3 

V 

8.  00 

60(xv 

59  (xv 

58(xv 

58(av 

-2 

VI 

18.  00 

60  (a  v 

64  (iv 

64(xv 

62(av 

+4 
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3.  18  Correlation 

The  AN/TRM-7(XA-1)  and  the  NF-105  were  used  to  compare 
measurements  of  CW  signals  thru  a  coaxial  switch.  The  receivers  were 
given  a  30 -minute  warmup  time  and  with  equal  ambient  temperature.  A 
calibrated  CW  signal  of  100  microvolts  was  fed  into  the  coaxial  switch. 
The  output  of  the  coaxial  switch  then  fed  to  the  receivers  alternately  and 
readings  were  taken  at  the  same  indicated  frequency.  Three  readings 
were  taken  on  each  frequency  band  and  recorded.  The  results  of  this 
test  are  shown  below. 


rf 

(Me) 

Sig.  Gen 
Input 
(M 

NF-105 

(hv) 

TRM- 

(nv) 

0.  15 

100 

96 

98 

0.  23 

100 

100 

93* 

0.  36 

100 

97 

100 

0.46 

100 

85* 

100 

0.  66 

100 

85* 

100 

0.  87 

100 

92 

100 

1.  12 

100 

102 

101 

1. 65 

100 

102 

101 

2.  10 

100 

98 

100 

2.  70 

100 

99 

100 

4.  00 

100 

100 

100 

5.  20 

100 

101 

100 

6.  7 

100 

88* 

100 

9.7 

100 

100 

99 

1  2.7 

100 

104 

108* 

1  6.  2 

100 

98 

130* 

2  3.  2 

100 

97 

119* 

26.7 

100 

95 

-- 
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4.  REMARKS  ON  RECEIVED  CONDITION 

The  AN/TRM-7(XA-1 )  and  associated  units  sent  to  NBS  for  testing  had 
apparently  been  damaged  in  shipment.  The  equipment  was  repaired  in  the 
laboratory  and  then  subjected  to  a  retest.  The  results  given  in  this 
report  indicate  the  characteristics  of  the  equipment  after  repair. 

The  erratic  operation  of  the  band  selector  unit  seems  to  downgrade 
the  equipment  from  the  standpoint  of  field  service.  This  difficulty  was 
caused  by  improper  contact  of  the  metal  fingers  of  the  tuning  head.  As 
the  contacts  deteriorate  the  detent  does  not  line  up  for  proper  contact 
of  the  metal  fingers.  This  requires  the  removal  of  the  dust  cover  and 
shielding  plates  to  gain  access  for  making  adjustments  as  required. 

It  was  determined  that  a  complete  realignment  was  necessary 
before  tests  of  any  kind  could  be  made.  The  rf  section  was  found  to  be 
out  of  alignment  along  with  the  mixer  stage.  In  some  cases  the  trimmer 
capacitors  were  broken  and  rf  slotted  inducters  were  broken;  in  most 
cases  it  was  necessary  to  replace  them. 

The  power  supply  gave  very  little  trouble  and  could  be  adjusted  to 
meet  the  requirement.  Time  delay  relay  K802  became  a  source  of 
failure  due  to  high  resistance  contacts  6  and  7.  The  schematics  furnished 
by  the  company  show  that  the  initial  current  passes  thru  contacts 
6  and  7.  The  current  rating  of  the  contacts  is  less  than  the  total  load 
required.  It  is  suggested  that  a  relay  with  higher  contact  current  rating 
be  used.  Relay  K802  was  replaced  with  one  the  same  type  for  these  tests 
to  avoid  modification  and  rewiring  of  the  circuits. 

The  equipment  met  all  the  requirements  specified  in  MIL-I-6181D 
after  being  repaired  and  recalibrated. 
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5.  DISCUSSION 

In  the  presence  of  high  ambient  interference  or  high  hiss  level 
of  the  equipment,  an  accurate  carrier  measurement  may  be  performed 
in  the  fol! owing  manner:  a.  Note  the  meter  reading  in  microvolts  pro¬ 
duced  by  the  combined  noise  and  carrier  levels,  b.  Detune  the  equipment 
sufficiently  to  lose  the  carrier  signal,  c.  Note  the  reading  produced 
by  the  noise  level  alone.  The  following  formula  applies: 

S  =  n/  A2  -  N2 

in  which  S  is  the  unknown  carrier  level,  A  the  combined  noise  and 
carrier  level  and  N  the  noise  level  (all  in  microvolts).  For  example, 
if  the  combined  noise  and  signal  level  is  50  microvolts  and  the  noise 
level  30  microvolts,  the  true  signal  level  would  be: 

S  =  's/so2  -  302 

or  40  microvolts. 

Tuned  selective  circuits  of  the  AN/ TRM-7(XA-1 )  are  provided 
with  IF  cathode  traps  in  the  rf  section  to  keep  the  rejection  above  60  db. 
In  channel  6  however,  there  are  no  traps.  This  provides  higher  rf  gain, 
therefore  IF  rejection  will  suffer  because  of  the  broad-banding  and  low 
gain  of  the  rf  section  for  this  channel. 

When  making  measurements  with  the  AN/T  RM-7(XA-1)  it  may  be 
well  to  keep  in  mind  what  the  readings  represent.  For  CW  or  sine  wave 
signals,  the  VTVM  responds  to  the  peak  value  in  the  field  intensity 
position  and  peak  position.  The  meter  face  is  calibrated  in  rms  values 
of  the  sine  wave.  For  pulse  and  pulse  modulated  signals,  the  VTVM 
responds  to  the  peak  of  the  carrier  in  the  field  intensity  position  and  to 
the  peak  of  the  sine  wave  form  in  peak  position.  The  meter  is  calibra¬ 
ted  in  terms  of  rms  values. 
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6.  CONCLUSION 

After  repair,  the  equipment  performance  met  all  the  requirements 
specified  in  MIL-I-6181D. 

Accurate  field- strength  measurements  are  possible  when  calibra¬ 
tion  charts  such  as  the  ones  provided  within  this  report  are  used. 
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Fig.  3  FREQUENCY  TRACKING  ERROR 


Fig.  4  PLOT  OF  FREQUENCY  RESPONSE  VS.  CHANGE  IN  db  INPUT 
AT  CENTER  FREQUENCY  OF  0.25  Mc/S 


Fig.  5  PLOT  OF  FREQUENCY  RESPONSE  VS.  CHANGE  IN  db  INPUT 
AT  CENTER  FREQUENCY  OF  10  Mc/S 
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Fig.  6  IMAGE  AND  IF  REJECTION 


$ 


o 

>- 

o 


Fig.  7  I  fiSEC.  PULSE  RESPONSE  WITH  CHANGES  IN  REPETITION  RATE,  0.15  Mc/S 


I  fLSEC.  PULSE  RESPONSE  WITH  CHANGES  IN  REPETITION  RATE,  0.25MC/S 


SiTOA  ri 


Fig.  9  I  ftSEC.  PULSE  RESPONSE  WITH  CHANGES  IN  REPETITION  RATE,  1.0  McA 
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Fig.  10  I  ftSEC.  PULSE  RESPONSE  WITH  CHANGES  IN  REPETITION  RATE,  6  Mc/S 
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I  /a SEC.  PULSE  RESPONSE  WITH  CHANGES  IN  REPETITION  RATE,  10  MC/S 


(J.SEC.  PULSE  RESPONSE  WITH  CHANGES  IN  REPETITION  RATE,  20  Mc/s 
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Fig  13  PULSE  RESPONSE  WITH  CHANGES  IN  PULSE  WIDTH 
BAND  nr  1.0  Mc/S 
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PULSE  REPETITION  RATE  CYCLES/SEC. 
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Fig.  16  SINEWAVE  GENERATOR  AMPLITUDE  AND  CONSTANCY 


